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Abstract 

The optical fiber used as a microwave delay line exhibits high stability 
and low noise and makes accessible a long delay (> 100 /xs) in a wide 
bandwidth (~ 40 GHz, limited by the optronic components). Hence, it 
finds applications as the frequency reference in microwave oscillators and 
^^ as the reference discriminator for the measurement of phase noise. The 

fV^ fiber is suitable to measure the oscillator stability with a sensitivity of 

parts in 10~^^. Enhanced sensitivity is obtained with two independent 
delay lines, after correlating and averaging. Short-term stability of parts 
7^ in 10~^^ is achieved inserting the delay line in an oscillator. The frequency 

(•— ;) can be set in steps multiple of the inverse delay, which is in the 10-100 

• • kHz region. 

*^. This article adds to the available references a considerable amount 

►^> of engineering and practical knowledge, the understanding of 1// noise, 

t . calibration, the analysis of the cross-spectrum technique to reduce the 

C^ instrument background, the phase-noise model of the oscillator, and the 

experimental test of the oscillator model. 
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Most used symbols 

symbol meaning 

A amplifier voltage gain (constant) 

bi coefficients of the power-law approximation of Sip{f) 

B{jf) phase response of the oscillator's feedback path 

/ Fourier (or near-dc) frequency, Hz 

F amplifier noise figure 

h Planck constant, h = 6.626x10^^^ J s 

hi coefficients of the power-law approximation of Sy{f) 

H{jf) transfer function (optical delay line) 

H(j/) phase-noise transfer function (oscillator) 

i(t) current, as a function of time 

j imaginary unit, j^ = —1 

Jn{z) Bessel function of order n 

k Boltzmann constant, k — 1.381 xlO^^'' J/K 

ktp phase-to-voltage gain (of the phase detector) 

m integer number (in averages) 

TTii, m^ intensity-modulation index, phase-modulation index 

A^ noise power spectral density, W/Hz 

Pq, P\ microwave power, optical power 

q electron charge, q — 1.602x10^^^ C 

Q resonator quality factor 

Rq load resistance {Rq = 50 fi) 

Sx{f) power spectral density (PSD) of x{t) 

t time 

To reference temperature, Tg = 290 K 

v{t) voltage, as a function of time 

x{t) ^^ X{i J) a variable (in correlation measurements) 

y(t) fractional frequency fluctuation 

y(t) ^^ Y(j f) a variable (in correlation measurements) 

V, Vq dc or peak voltage 

a{t) normalized-amplitude noise 

(3{jf) transfer function of the feedback path 

A/ peak frequency deviation (in frequency modulation) 

A optical wavelength 

uq carrier frequency, Hz 

p photodetector responsivity, A/W 

(Ty{T) Allan deviation, square root of the Allan variance a-yir) 

T measurement time, in (Jy^r) 

T delay of a delay line (instrument) 

Td, Tf in oscillator, delay of the line and of the selector filter 

(fit) ^^ *&(.?/) phase noise or modulation 

tpit) ^^ ^(j/) amplifier phase noise 

[uppercase] Fourier transform, as in x(t) ^^ X{i f) 

4-> transform inverse-transform pair, as in x{t) ^^ X{j f) 

< >m mean of m values 

X time average of x{t) 
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1 Introduction 

Science and technology require reference microwave sources with ever increasing 
stabihty and spectral purity, and of course suitable measurement systems. The 
frequency synthesis from the HF/VHF region is no longer satisfactory because 
of the insufficient spectral purity inherent in the multiplication, and because 
of more trivial limitations like mass, volume and complexity. The domain of 
RF/microwave photonics is growing fast [5] . The generation of microwaves from 
optics, or more generally 'with optics,' is providing new solutions. Examples are 
mode-locked lasers |41j[l5], opto-electronic oscillators photonic |40j[39] (OEO), 
optical micro-cavities [34], optical parametric oscillators [171 [S] (OPO), and 
frequency combs [S]. 

The optical fiber used as a delay line enables the generation [lOl ISH] and the 
measurement [26] of stable and highly spectrally pure microwave signals. The 
optical fiber is a good choice for the following reasons. 

1. A long delay can be achieved, of 100 /is and more, thanks to the low loss 
(0.2 dB/km at 1.55 ^ini and 0.35 dB/km at 1.31 ^m). 

2. The frequency range is wide, at least of 40 GHz, still limited by the opto- 
electronic components 

3. The background noise is low, close to the limit imposed by the shot noise 
and by the thermal noise at the detector output. 

4. The thermal sensitivity of the delay (6.85xlO~^/K) is a factor of 10 lower 
than the sapphire dielectric cavity at room temperature. This resonator 
is considered best ultra-stable microwave reference. 

5. In oscillators and phase-noise measurements, the microwave frequency is 
the inverse of the delay. This means that the oscillator or the instrument 
can be tuned in step of 10~^-10~^ of the carrier frequency without degrad- 
ing stability and spectral purity with frequency synthesis. Finer tuning is 
possible at a minimum cost in terms of stability and spectral purity. 

We describe a series of experiments related to the generation and to the mea- 
surement of low-phase-noise microwave signals using a delay implemented with 
an intensity- modulated beam propagating through an optical fiber. A 10 GHz 
oscillator prototype exhibits a frequency flicker of 3.7xl0~^^ (Allan deviation) 
and a phase noise lower than —140 dBrad^/Hz at 10 kHz off the carrier. The 
same values are achieved as the sensitivity in phase noise measurements in real 
time. This sensitivity is sufficient to measure the frequency fficker of a sapphire 
oscillator, which is considered the reference in the field of low- noise microwave 
oscillators [12]. In phase noise measurements, enhanced sensitivity is obtained 
with the cross-spectrum method, which takes correlation and averaging on two 
independent delay lines. 

This article stands on Ref. [lUj for the oscillator, and on Ref. [SSJ |55| for the 
measurements. We aim at providing practical knowledge, adding engineering, 
accurate calibration, the analysis of the cross-spectrum technique, the phase- 
noise model of the oscillator, and experimental tests. 
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2 Basic concepts 

2.1 Phase noise 

Phase noise is a well established subject, clearly explained in classical references, 
among which we prefer [2HJ [TBI IH ES] and [351 vol. 1, chap. 2]. The quasi-perfect 
sinusoidal signal of frequency I'Oi of random amplitude fluctuation a(t), and of 
random phase fluctuation ip(t) is 

v{t)^ [I + a{t)] cos [2Trvot + ip{t)] . (1) 

We may need that \a{t)\ <C 1 and \ip{t)\ ^ 1 during the measurement. The 
phase noise is generally measured as the average PSD (power spectral density) 

SAf) = {mjf)}\'')„, (avg, m spectra), (2) 

The uppercase denotes the Fourier transform, so ip{t) ^-s- <&(j/) form a trans- 
form inverse-transform pair. In experimental science, the single-sided PSD is 
preferred to the two-sided PSD because the negative frequencies are redundant. 
It has been found that the power-law model describes accurately the phase noise 
of oscillator and components 



SM) - E ^»/" (po^<5^ 1^^) (3) 

ri=-4 

coefficient noise type 

fo_4 frequency random walk 

fo_3 flicker of frequency 

b-2 white frequency noise, or phase random walk 

6_ 1 flicker of phase 

&o white phase noise 

The power law relies on the fact that white (J*^) and flicker (1//) noises exist 
per-se, and that a phase integration is present in oscillators, which multiplies 
the spectrum xl/p. If needed, the model can be extended to n < —4. Of 
course, the power law can also be used to describe the spectrum the fractional 
frequency fluctuation y{t) = ip{t)/2Triyo 

Syif) = 4 SM) - E '^"Z" • (4) 

Another tool often used is the two-sample (Allan) variance ^^(t) as a func- 
tion of the measurement time r. Notice that the symbol r is commonly used 



for the measurement time and for delay of the line (Sec. 2.3 1. We will added 
a subscript when needed. For the most useful frequency-noise processes, the 
relation between 'Jy{T) and Sy{f) is 



white frequency noise 



'^yir) = <^ 



ho 

2t 

/i_i21n(2) flicker of frequency (5) 

/i_2 — ^ — T frequency random walk 
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2.2 Cross-spectrum method 

Inevitably, the measured noise is the sum of the device-under-test (DUT) noise 
and of the the instrument background. Improved sensitivity is obtained with a 
correlation instrument, in which two separate channels measure simultaneously 
the same DUT. Let a{t) <-> A{jf) and b{t) ^^ B{jf) the background of the two 
instruments, and c{t) <-^ C{jf) the DUT noise or any common noise. The two 
instrument outputs are 

x{t) = c{t) + a{t) (6) 

y{t) = c{t) + b{t) , (7) 

where a(t), b(t) and c(t) are statistically independent because we have put all 
the common noise in c(t). The cross-spectrum averaged on m measures is 

SyM) = {YX*)„^ 

= {CC*)^ + {CB*)^ + (AC*)„ + {AB*)^ 

= s,U) + o(yiM) , (8) 

where 0( ) means 'order of.' Owing to statistical independence of a{t), b{t) and 
c{t), also A{jf), B{jf) and C{jf) are statistically independent. Hence, the 
cross terms decrease as -y/l/m. This enables to interpret Syx{f) as follows. 

Statistical limit. With no DUT noise and with two fully independent chan- 
nels, it holds that c{t) — 0. After (l8|, the statistical limit of the measure- 
ment is 



SyM) ~ \/ - Saif) Sbif) (statistical limit). (9) 

Accordingly, a 5 dB improvement on the single-channel noise costs a factor 
of 10 in averaging, thvis in measurement time. 

Correlated hardware background. Still at zero DUT noise, we break the 
hypothesis of statistical independence of the two channels. We interpret 
c{t) as the correlated noise of the instrument, due to environment, to the 
crosstalk between the two channel, etc. This is the hardware limit of the 
instrument sensitivity 

Syxif) ^ [5'c(/)]xtaik,etc. (hardware limit). (10) 

Regular DUT measurement. Now we introduce the DUT noise. Under the 
assumptions that 

1. 771 is large enough for the statistical limit to be negligible, and 

2. the single-channel background is negligible as compared to the DUT 
noise, 

the cross spectrum gives the DUT noise 

Syxif) - [SciDhvT (DUT measurement). (11) 

This is the regular use of the instrument. 
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Figure 1: Basic delay- line phase noise measurement. 
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Figure 2: Oscillator phase-noise model. 



2.3 Delay line theory 

Delaying the signal v(t) by r, all time- varying parameters of w(i) are also delayed 
by r, thus the phase fluctuation ip{t) turns into ip(t — t). By virtue of the 
time-shift theorem, the Fourier transform of ip{t — r) is e^^^^'^-^^{jf). This 
enables the measurement of the oscillator phase noise ip{t) by observing the 
difference 9{t) — ip{t) — ip{t — t). Referring to Fig. fl] the output signal is 



^o{if) ~ k^Q(jf) = k^H{jf)^{jf), where k^ is the mixer phase-to-voltage 
g-j2irr/ jg ^Yie system transfer function. Consequently 



gain, and H{jf) = 1 



|i/(j7)|'=4sin2(7r/r). 



(12) 
(13) 



The oscillator noise S^{f) is inferred by inverting (12 1. In practice, it is im 



portant to keep Sy{f) accessible because it reveals most of the experimental 
mistakes connected with the instrument background. The function \H{jf)\'^ 
has a series of zeros at / = ti/t, integer n, in the vicinity of which the ex- 
perimental results are not useful. In practice, the first zero sets the maximum 
measurement bandwidth to 0.95/r, as discussed in [25]. Nonetheless, the re- 
gions between contiguous zeros are useful diagnostics for the oscillator under 
test, provided the frequency resolution of the FFT analyzer be sufficient. 

At low frequency, the instrument background is naturally optimized for the 
measurement of l/P and 1/f^ noise because l/\H{jf)\'^ ^ 1/p for / — > 0, and 
an additional factor 1// comes from the electronics. This is a fortunate outcome 
because the noise of the oscillators of major interest is proportional to 1//^ or 
to 1//^ in this region. Of course, an appropriate choice of r is necessary. 



2.4 Oscillator phase noise 

The oscillator consists of an amplifier of gain A (assumed constant vs. fre- 
quency) and of a feedback transfer function P{jf) in closed loop. The gain A 
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compensates for the losses, while f3{jf) selects the oscillation frequency. This 
model is general, independent of the nature of A and /3{jf). We assume that 
the Barkhausen condition \A/3{jf)\ = 1 for stationary oscillation is verified at 
the carrier frequency vo by saturation in the amplifier or by some other gain- 
control mechanism. Under this hypothesis, the phase noise is modeled by the 
scheme of Fig. p] where all signals are the phases of the oscillator loop |181ll9j . 
This model is inherently linear, so it eliminates the mathematical difficulty due 
to the parametric nature of flicker noise and of the noise originated from the 
environment fluctuations. We denote with ip{t) ^-> <&(i/) the oscillator phase 
noise, and with ip{t) ^^ ^(j/) the amplifler phase noise. The latter is always 
additive, regardless of the underlying physical mechanism. More generally, ip{t) 
accounts for the phase noise of all the electronic and optical components in the 
loop. The ideal amplifler 'repeats' the phase of the input, for it has a gain of 
one (exact) in the phase-noise model. The feedback path is described by the 
transfer function B(j/) of the phase perturbation. In the case of the delay-line 
oscillator, the feedback path is a delay line of delay r^ followed by a resonator 
of relaxation time Tf <^ r^ that selects the oscillation frequency z/q among the 
multiples of l/ra- Neglecting the difference between natural frequency and os- 
cillation frequency, tj is related to the quality factor Q by r/ = -^. The 
phase-perturbation response of the feedback path is 

B(j7) = T—^r^ ■ (14) 

The oscillator is described by the phase noise transfer function 

HO/) = It^ [deflnition of H(j7)] . (15) 



Using the basic equations of feedback, by inspection on Fig. |2]we flnd 

1 
1-B(j7) ' 



h(j7) = , i... , (16) 



and consequently 



.^in'frj 



'^^■^'•^^' 2-2cos(27r/Td)+47r2/V2 + 2tJT/sin(27r/rd) ' ^^'^^ 



The detailed proof of (14 1 and (17) is given in [TH) [T5]. The result is con- 
flrmed using the phase diffusion and the formalism of stochastic processes [5]. 
Figure p^ shows an example of OEO phase-noise. The loop noise is S^{f) = 



8x 10~^/ + 10^^^, the same used in Sec. |5.6[ The periodicity of the delay-line 
phase produces a series of noise peaks at frequency multiple of 1/t^. These 
peaks have extremely narrow bandwidth, in the Hertz range, but in simulations 
and experiments they seem signiflcantly wider because of the insufficient resolu- 
tion. The peak height follows the law Sy,{f) ~ l/f^ (—40 dB/decade). Eliyahu 
[TOl Sec. IV] reports about a discrepancy by a factor ^/f (—35 dB/decade), yet 
giving fittle details and suggesting that further investigation is necessary. 
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Figure 3: Calculated OEO phase-noise. 
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Figure 4: Optical-fiber delay unit. 



3 Optical-fiber microwave delay 

3.1 Design strategy 

The optical- fiber delay unit, shown in Fig. [4] is designed for low noise and for 
high stability of the delay, as discussed underneath. Focusing on the X band, for 
practical reasons we chose standard 7-12.4 GHz microwave components, mainly 
intended for radar and telecommunication technology. 

The optical fiber is a Corning SMF-28 wound on a cylinder of 15 cm diam- 
eter and 2 cm heigth. We used 2 km (10 /is) and 4 km (20 /is) fibers in most 
experiments, and sometimes shorter ones. The spool is enclosed in a 5 mm thick 
Duralumin cylinder thermally insulated from the environment by a 3 cm plastic 
foam layer. The cylinder is stabilized at room temperature within a fraction of a 
milliKelvin with a FID control built in our laboratory, and set with the Ziegler- 
Nichols method. The ultimate period, i.e., the inverse oscillation frequency of 
the proportional-only control at the oscillation threshold, is of 40 s. The advan- 
tage of the control vs. a passive stabilization (large metal mass and insulator) 
is still questionable. In the short-term the passive stabilization would certainly 
be preferable because it does not suffer from the noise inherent in the control. 
On the other hand, in phase noise measurements (Fig. p| we need to stabilize 
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the quadrature condition at the mixer inputs during the session, which last up 
to one day. Moreover, in dual-channel measurements (Section [4]) the residual 
environment fluctuations are fully correlated, while the thermal fluctuations of 
the control can be rejected because the two controls are independent. 

The light source is a semiconductor CATV laser, temperature controlled and 
powered with a low-noise current source. This choice is partially motivated by 
the need of reasonable simplicity and of low RIN (relative intensity noise) . The 
RIN turns into AM noise of the detected microwave signal, which pollutes the 



phase noise measurements (Section 4.11. During the past two years we used 



both 1.31 /im and 1.55 ^m lasers. The fiber attenuation is of 0.2 dB/km at 
1.55 ^m, and of 0.35 dB/km at 1.31 /^m. The dispersion of the SMF-28 fiber 
goes to zero at 1.311 ±0.01 /um, which virtually eliminates the effect of the laser 
frequency noise in the vicinity of that wavelength. For reference, at 1.55 fj,ui the 
dispersion is of 17 ps/nm/km. A laser linewidth of 10 MHz (5.8xl0~^ nm) at 
1.55 /im produces a delay fluctuation of 2x 10~^^ s rms after 2 km optical fiber, 
which is equivalent to 1.2 xlO""*^ rad at the microwave frequency of 10 GHz. The 
frequency flicker of one of our lasers, measured in the frequency domain with 
an asymmetric Mach-Zehnder and converted into Allan deviation (Tj,(r), is of 
4x10"^°. This preliminary result indicates that the laser fluctuation should be 
of less than 100 kHz (flicker floor), which gives a phase-noise contribution lower 
than other noises. In the end, we have a weak preference for the 1.55 fira lasers, 
based on the more progressed technology, and after comparing empirically the 
effect several lasers on the phase noise spectra. 

The intensity modulator is a Mach-Zehnder electro-optic modulator (EOM) 
exhibiting low half-wave voltage (T^- — 3.9 V), so that the maximum modulation 
is achieved with no more than 50 mW (-1-17 dBm) of microwave power. This 
choice is important for the stability of the bias point because the LiNbOa is 
highly sensitive to temperature, thus to power and to thermal gradients. Other 
modulation methods have been discarded, the direct modulation of the laser 
because the laser threshold enhances the microwave phase noise, and the acusto- 
optic modulator because it is unsuitable to microwaves. 

For low noise, the photodetector can only be a InGaAs p-i-n diode oper- 
ated in strong reverse-bias conditions, thus a photoconductor. Reverse bias is 
necessary for high speed, as it reduces the capacitance. The need for low noise 
excludes some other detectors, like the avalanche diode. The traditional pho- 
todetectors loaded to a resistor are preferred to the more modern ones with 
internal transconductance amplifler because of the possibility to choose a low- 
flicker external amplifler. 

3.2 Output power and white noise 

Using the subscript A for light and the overline for the time-average, the mod- 
ulated optical power at the output of the EOM is 

Px{t)^Px[l + m^cosi2Triyot)] , (18) 

where the intensity-modulation index is 

m, = 2Ji ["^^ , (19) 
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Ji() is the 1st order Bessel function, Vp is the microwave peak voltage, and T4 is 
the modulator half-wave voltage. Equation p9| originates from the sinusoidal 
nature of the EOM response, with Vp cos{2TTi'ot) input voltage. The harmonics 
at frequency nvoi integer n > 2, fall beyond the microwave bandwidth, thus 
they are discarded. Though the maximum modulation index is mj = 1.164, 
occurring a,t Vp = 0.586 1/,^, the practical values are 0.8-1. 

The detected photocurrent is i{t) = pP\{t), where p is the detector respon- 
sivity. Assuming a quantum efficiency of 0.6, the responsivity is of 0.75 A/W 
at 1.55 /zm wavelength, and of 0.64 A/W at 1.31 /im. The dc component of i{t) 
is idc = pP\. The microwave power at the detector output is 

1 —2 

-Po = T.mJRop^P)^ (detector output) , (20) 

where i?o = 50 fi is the load resistance. 

The white noise at the input of the amplifier is 

N = FkTo + 2qRopPx (white noise) , (21) 

where F is the amplifier noise figure and fcTo = 4x 10~^^ J is the thermal energy 



at room temperature. The ffi'st term of (21 1 is the noise of the amplifier, and 



the second term is the shot noise. Using bo = N/Pq, the white phase noise is 
FkTo 1 2g 



, 2 

^0= — 2 



mt 



Ro p2p2 pp^ 



(white phase noise) . (22) 



2 

Interestingly, the noise floor is proportional to l/Px at low power, and to 1/Px 
above the threshold power 

P\ = (threshold power) . (23) 

Ro 2pq 

For example, taking p = 0.75 A/W and F — ^ (SiGe parallel amplifier), we get 
a threshold of 1.7 mW, at which the noise floor is ho — 10^^'°^ rad^/Hz (—150 
dBradVHz). 

3.3 Flicker noise 

Phase and amplitude flickering result from the near-dc 1// noise up-converted 
by non-linearity or by a parametric modulation process. This is made evident 
by two simple facts: 

1. The 1// noise is always always present in the dc bias of electronic devices. 

2. In the absence of a carrier, the microwave spectrum at the output of a 
device is white, i.e. nearly constant in a wide frequency range. 

Assuming that the phase modulation is approximately linear unless the carrier 
is strong enough to affect the dc bias, two basic rules hold: 

1. fe_i is independent of the carrier power. 

2. Cascading two or more devices the b_i add up, regardless of the device 
order in the chain. 
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The reader may have in mind the Friis formula for the noise referred to the 
input of a chain [llj, stating that the contribution of each stage is divided by 
the total gain of the preceding stages, and therefore indicating the first stage as 
the major noise source. The Friis formula raises from the additive property of 
white noise, hence it does not apply to parametric noise. 

Early measurements on amplifiers |13l 1381 I14j suggest that different ampli- 
fiers based on a given technology tend to have about the same 6_i, and that 
6_i is nearly constant in a wide range of carrier frequency and power. Our 
independent experiments confirm that the 1// phase noise of a given amplifier 
is independent of power in a wide range [H], [5], [ini Chapter 2]. For example, 
6_i of a commercial amplifier (Microwave Solutions MSH6545502) that we mea- 
sured at 9.9 GHz is between 1.25x10"" and 2x10"" from 300 ^m to 80 mW 
of output power. Similarly, the 1// noise of a LNPT32 SiGe amplifier measured 
between 32 /iW (—15 dBm) and 1 mW (0 dBm) in 5 dB steps overlap perfectly. 
In summary, the typical phase fiickering 6_i of a "good" microwave amplifier 
is between 10"!° and lO'^^ radVHz (-100 to -120 dBrad^/Hz) for the GaAs 
HBTs, and between lO'^^ ^nd 10"" rad^/Hz (-120 to -130 dBrad^/Hz) for 
the SiGe transistors. 

The 1// noise of the microwave photodetector is expected to be similar to 
that of an amplifier because the underlying physics and technology are similar. 
The measurement is a challenging experimental problem, which has been tackled 
only at the JPL independently by Rubiola and Shieh [331[3U|57]. The results 
agree in that at 10 GHz the typical 6_i of a InGaAs p-i-n photodetector is of 
10-12 radVHz (-120 dBrad^/Hz). 

Microwave variable attenuators and variable phase shifters can be necessary 
for adjustment. Our early measurements p4| indicate that the 6_i of these com- 
ponents is of the order of 10"^^ rad^/Hz ( — 150 dBrad^/Hz), which is negligible 
as compared to the amplifiers and to the photodetectors. 

Additional sources of noise are the EOM, the laser amplified spontaneous 
emission, and the noise of the optical pump. As theory provide no indications 
about these effects, a pragmatic approach is necessary, which consists of mea- 
suring the total noise of the microwave delay unit in different configurations. 

4 Dual-delay phase noise measurement 

Figure [5] shows the scheme of the instrument. However similar to the previ- 
ous ones ([iniEn]), this version adds engineering and a substantial progress in 
understanding 1// noise. 

The instrument consists of two equal and independent channels that measure 
the oscillator under test using the principle of Fig. [T] Then, the single-channel 
noise is removed using the cross-spectrum method before converting the mixer 
output into the oscillator noise S'y(/) with Eq. ( [T3| ). 

Looking at one channel, we observe that the microwave signal is split into two 
branches before the EOM, so that the long branch consists of modulator, optical 
fiber (delay r), photodetector and microwave amplifier, while the short branch is 
a microwave path of negligible length. This differs from the first single-channel 
instrument |26| Fig. 7], in which the short branch was optical. Removing the 
photodetector and the microwave amplifier from the short branch yields lower 
noise, and in turn faster convergence of the correlation algorithm. Lower laser 
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Figure 5: Scheme of the dual-channel instrument. 



power is needed. Another advantage is that we use a microwave power splitter 
instead of an optical power splitter. While the noise of the former is negligible 
for our purposes [221 [l^, we have no first-hand knowledge about the latter. The 
problem with this configuration is that we no longer have an optical input, so 
the microwave-modulated light beams can not be measured. 

Trading off with the available components, we had to use both GaAs am- 
plifiers and SiGe amplifiers. Since the SiGe amplifiers exhibit lower 1// noise, 
they are inserted at the photodetector output. This choice is motivated by the 
fact that the 1// noise at the mixer input is converted into oscillator 1//^ noise 
by Eq. ([l2|-(p| while the 1// noise at the EOM input is not. 



4.1 Mixer Noise 

Used as a phase detector, the double-balanced mixer needs to be saturated at 
both inputs. The conversion gain is of 0.1-0.5 V/rad when the power is in the 
appropriate range, which is of ±5 dB centered around the optimum power of 
5-10 mW. Out of this range, 6_i increases. At lower power the conversion gain 
drops suddenly because the input voltage is insufficient for the internal Schottky 
diodes to switch. 

Out of experience in low-fficker applications, we have a preference for the 
mixers manufactured by Narda and by Marki. The coefficient 6_i is of the order 
of 10~^^, similar to that of the photodetectors. The white noise is chieffy the 
noise of the output amplifier divided by the conversion gain k^p. Assuming that 
the amplifier noise is 1.6 nV/vHz (our low-fiicker amplifiers input-terminated 
to 50 fi ^) and that k^ = 0.1 V/rad (conservative with respect to Pg), the 
white noise is bo = 2.5x10-1^ rad^/Hz (-156 dBradVHz). 

Mixers are sensitive to the amplitude noise a{t) of the input signal, hence 
the mixer output takes the form v{t) = k^ip{t) + kaa{t). This is due to the 
asymmetry of the internal diodes and baluns. In some cases we have measured 
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k^/ka of 5 or less, while values of 10-20 are common. In photonic systems the 
contamination from amplitude noise can be a serious problem because of the 
power of some lasers and laser amplifiers fiuctuates. Brendel [3] and Cibel [7] 
suggest that the mixer can be operated at a sweet point off the quadrature, 
where the sensitivity AM noise nulls. A further study shows that the Brendel 
offset method can not be used in our case [5D] because the null of amplitude 
sensitivity results from the equilibrium between equal and opposite sensitivities 
at the two inputs. But the delay de-correlates the mixer input signals by virtue 
of the same mechanism used to measure S'^(/). 

4.2 Calibration 

The phase-noise measurement system is governed by Sy{f) = k'^\H{jf)\'^Sip{f) 



[Eq. ( 12 1 and ( 13 1] . Calibration takes the accurate measurement of r and k^. An 
accuracy of 1 dB can be expected. Since the stability of the optical fiber exceeds 
our needs, r does not need re-calibration after first set-up. Optical refiection 
methods are suitable, as well as the spectrum measurement of the noise the peak 
at / = 1/r, where \H{jf)\'^ = 0. Conversely, k^ is highly sensitive to optical 
and microwave power. It is therefore recommended to measure it at least every 
time the experimental conditions are changed. 

The simplest way to measure k^p is to introduce a reference sinusoidal mod- 
ulation (fi{t) = mipSm2TTfmt in the microwave signal (fTl), after replacing the 
oscillator under test with a microwave synthesizer. This accounts for the dc 
amplifier at the mixer output, not shown in Fig. JTl It is convenient to set 



fm ^ 0.1/t, so that it holds sin(7r/,„T) ~ i^fmT in (13 1. With commercial syn- 
thesizers, frequency modulation is more suitable then phase modulation because 
the frequency deviation A/ can be measured in static conditions, with dc input. 
Frequency modulation is equivalent to phase modulation 

(^(t) = -/sin27r/„,i (24) 

Ira 

of index m^ = /S.f / fm- Substituting (24 1 in (fTl and truncating the series 
expansion to the first-order, the microwave signal is 

v{t) = Jo (j^j cos2-KVot + Ji ij^j [cos27r(i/o + fm)t - cos27r(i^o - fm)i\ , 

(25) 

where J„( ) is the Bessel function of order n. For small rriip, we use the approx- 
imations Jo{m^) ~ 1 and Ji{m^) ~ \m^. Thus, 

v{t) = cos 2TTVQt +7)^- [cos 2tt{vq + fm)t - cos 271(1^0 - /™)t] . (26) 

Finally, the modulation index can be easily calibrated by inspection with a 
microwave spectrum analyzer. In this case it is recommended to measure m^ 
with relatively large sidebands (say, 40 dB below the carrier) , and then to reduce 
rriip by inserting a calibrated attenuator at the FM input of the synthesizer. This 
enhances the accuracy of the spectrum analyzer. For example, having r = 10 
fj,s and k^ = 0.2 V/rad, we may set fm = 5 kHz and m^ = 2xl0~^ rad. In 
this case, the detected signal has a peak voltage of 400 /iV at the mixer output. 
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Figure 6: Measured single-channel background noise with zero-length optical 
fiber. 



thus 40 niV after 40 dB amplification. Measuring k^p, it may be convenient to 
attenuate the modulating signal by 20-30 dB, so that the system is calibrated 
in actual operating conditions. 



5 Experiments 

5.1 Measurement of the background at zero fiber length 

Replacing the spools of Fig. [s] with short fibers, the oscillator phase noise is 
rejected. The noise phenomena originated inside the fiber, or taken in by the 
fiber, are also eliminated. The noise measured in this conditions (Fig. m\ is the 
instrument background as it would be with noise-free fibers. The curve a (red) 
is the phase noise Se{f) measured the mixer output. The other curves (b-f) are 
plotted using the same data set, after unapplyingfc^|i?(j/)P for various fiber 
lengths [Eq. ([l2|-([l3])]. As expected after Sec. |2.3[ the curve f (black, 4 km 
fiber, r = 20 fis) shows a peak at 1/t = 50 kHz and at 2/r = 100 kHz, where 
l^(j/)P = 0- Additionally, the curve f shows two minima 6 dB lower than 
Sg{f) at / = 25 kHz and at f ^ 75 kHz, where \H{jf)\^ = 4. The same facts 
are observed at twice the frequency on the curve e (blue, 2 km fiber, r = 10 /is). 



5.2 Effect of microwave AM noise and of laser RIN 

This experiment shows qualitatively the effect of the laser RIN and of the AM 
noise of the oscillator under test, still in single-channel mode and with zero- 
length optical fiber, so that the oscillator phase noise is rejected. The curve 
3 (red) is the same as the curve a of Fig. [6] In this case, the optical source 
is a CATV laser, while the oscillator under test is a 10 GHz sapphire-loaded 
dielectric-cavity oscillator operated at room temperature [12 . Besides high 
stability, the sapphire oscillator performs low AM noise. Replacing the laser 
with a different one with higher RIN (curve 2, blue), or replacing the oscillator 
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Figure 7: Effect of the laser RIN and of the oscillator-under-test AM noise, 
measured with zero-length fiber. 
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Figure 8: Phase noise of a sapphire oscillator. 



under test with a synthesizer (curve 3, black), which has higher AM noise, the 
baclcground increases significantly. 



5.3 Measurement of a sapphire microwave oscillator 

We measured the phase-noise of a room-temperature sapphire oscillator, still 
in single-channel mode, progressively increasing the fiber length. Let us focus 
on the 1/f^ noise, which dominates on the spectrum (Fig. pi. When the delay 
is insufficient to detect the noise of the source under test, the spectrum is the 
background of the instrument, which scales with the inverse square length, that 
is, —6 dB in S^{f) for a factor of 2 in the delay. This is visible on the curves 
a (magenta, 100 m, r = 0.5 /is) and b (red, 500 m, r = 2.5 /is). Increasing 
the length, the 1/f^ noise no longer decreases. This fact, seen on the curves 
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Figure 9: Measurement of the background noise, including the optical fibers. 
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Figure 10: Background noise, including the optical fibers. 

d (blue, 2 km, r = 10 /j,s) and e (black, 4 km, r = 20 /is), indicates that the 
instrument measures the phase noise of the sapphire oscillator, which does not 
scale with the delay. Measuring the 1//^ noise of a sapphire oscillator in single- 
channel mode is a remarkable result because this oscillator is regarded as the 
best reference in the field of low- noise microwave sources. 



5.4 Assessing the noise of the photonic channel 

We measured the phase noise of the photonic channel using the scheme of Fig. |9] 
derived from Fig. [s] after removing some parts. The phase noise of the reference 
oscillator is rejected by using two fibers of equal length. This experiments sufi^ers 
from the following limitations. 

1. The noise of the fibers can not be separated from other noises. 
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2. The 1// noise of the GaAs amplifiers that drive the EOM can show up. 

3. We could not use the correlation method because it takes four matched 
optical delay-lines, which were not available. 

Nonetheless, this scheme has the merit of giving at least an upper bound of the 
achievable noise. The measured spectrum, shown in Fig. [lOJ indicates that the 
1// phase noise is 6_i = 8xl0~^^ rad^/Hz (-111 rad^/Hz). At this level, the 
mixer noise is negligible. 



5.5 Background noise of the two-channel instrument 

We measured the background noise in the two-channel configuration, using the 
cross-spectrum method of Sec. |2.2| and with zero- length optical fiber, so that the 
phase noise of the 10 GHz reference oscillator is rejected. This experiment does 
not account for the optical noises originated inside the fibers, these phenomena 
are rejected in Eq. (|8| because the two fibers can not be correlated. When 
this experiment was done, the stability of the quadrature condition was still 
insufficient for long acquisitions. For this reason we stopped the measurement 



after m — 200 spectra. The cross spectrum is shown in Fig. 11 

The reference straight line (red) is the 1/f^ phase noise equivalent to the 

Allan deviation ay = 10^^^, calculated with Eq. (W) and ([5|. Thus, averaging 

on 200 spectra the instrument can measure the stability of an oscillator at 10~^^ 

level. 

The signature of a correlated noise is a smooth cross spectrum. Yet, in 



Fig. 11 the variance is far too large for the two channels to be correlated. This 
indicates that the sensitivity is limited by the small number of averaged spectra. 
Additionally, the spectrum shows a sawtooth-like discrepancy vs. the 1/ f^ line. 
This averaging effect, due to the measurement bandwidth that increases with 
frequency in logarithmic resolution, further indicates that the value of m is still 
insufficient. The ultimate sensitivity for large m is still not known. 
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Figure 12: Scheme of the opto-electronic oscillator. 
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Figure 13: Phase noise of the opto-electronic oscillator. 



5.6 Opto-electronic oscillator 



We implemented the oscillator of Fig. 12 using a 4 km delay line (20 /is), a 
SiGe amplifier, and a photodetector with integrated transconductance ampli- 
fier. Oscillation starts at 6-7 mW optical power. The best working point 
occurs at 12-13 mW optical power, where the microwave output power is 20 
mW. For flicker noise the microwave chain is similar to one channel in Fig. [9] 
because the order of the devices in the chain is not relevant. Thus, we take 
6_i = 8x10-12 radVHz (-111 dBrad^/Hz), the same of Fig. [lO] as the first 
estimate of the loop noise. Though somewhat arbitrary, this value accounts 
for the photodetector internal amplifier, more noisy than our microwave ampli- 
fiers. Using (&_i)ioop = SxlO-"'^^ rad^/Hz in the oscillator noise model of Sec- 
~ -4 radVHz (-32 



tion 



2.4 



the expected oscillator fiickering is (6-3)osc = 6.3x10" 
dBrad'^/Hz) . By virtue of (El) and (pi) , this is equivalent to a frequency stability 
cTj, = 2.9x10-12 (Allan deviation). The noise spectrum (Fig 13), measured with 
the dual-channel instrument, shows a frequency flicker of lO""^ rad^/Hz (—30 
dBrad^/Hz), equivalent to ay — 3.6x10^12 xhe discrepancy between predicted 
value and result is of 2 dB. 

Interestingly, the OEO phase noise compares favorably to the lowest-noise 
microwave synthesizers and quartz oscillator multiplied to 10 GHz. Yet, the 
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OEO can be switched in steps of 50 kHz without degrading the noise. 

6 Further developments 

Our experiments suggest the following improvements, tested or in progress. 

1. In the phase-noise instrument, the microwave power the input of the EOM 
and the two inputs of the mixer is a critical parameter because the gain 
of the entire system is strongly non-linear. The insertion of test points 
is recommended, using common and inexpensive power detectors after 
tapping a fraction of the power with 20 dB directional couplers. 

2. The instrument requires that the two signals at the mixer input are kept 
in quadrature. This is usually accomplished with a line stretcher or a with 
voltage-controlled phase shifter. A smarter solution exploits the dispersion 
of the optical fiber, by adjusting the laser wavelength via the temperature 
control ^7j. This is viable only at 1.55 /im and with long fibers. For 
reference, using a 2 km fiber and our lasers, it takes 10 K of temperature 
change for a quarter wavelength of the microwave signal. Another solu- 
tion exploits the temperature coefficient of the fiber delay, 6.85xlO^^/K. 
Accordingly, a quarter wavelength takes 0.37 K of temperature with 2 km 
fiber (10 /is), or 3.7 K with 200 m. 

3. Some popular EOMs have a low- frequency photodetector at the unused 
output port of the Mach-Zehnder interferometer, which we hope to exploit 
to stabilize the bias point. 

4. The OEO frequency can be fine-tuned by adding a RF signal with an SSB 
modulator at the output. Extremely high resolution, of the order of 10~^^ 
can be obtained with a 48 bit DDS, with no degradation of the spectral 
purity [91 H]. 
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